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17/04/2007 10:36:01 Starting inlet method - Kernel script 
17/04/2007 10:36:04 Opening Sample log file 
17/04/2007 10:36:15 Starting acquisition 
17/04/2007 10:40:1 8 Sample log file closed. Saved to: 

17/04/2007 10:40:18 C:\MassLynx Projects\controle2007.PRO\Data\1704bruitLraw 
] 7/04/2007 1 0:40:1 8 Processing sample no 4 ... 
17/04/2007 10:40:19 ...processing complete 
17/04/2007 10:40:23 Kernel stopping inlet script 
17/04/2007 1 1 :03:29 Starting inlet method - Kernel script 
17/04/2007 1 1 :03 :29 Opening Sample log file 
1 7/04/2007 1 1 :03 :40 Starting acquisition 
17/04/2007 11:13:51 Processing sample no I ... 
17/04/2007 1 1 : 13 :52 Sample log file closed. Saved to: 

17/04/2007 11:13:52 C:\MassLynx Projects\controle2007.PRO\Data\1704stabilitel.raw '• 

17/04/2007 1 1 :13:57 Kernel stopping inlet script 
17/04/2007 1 1 : 14:04 ...processing complete 
1 7/O4/2007 11:14:07 Starting inlet method - Kernel script 
17/04/2007 1 1 :14:08 Opening Sample log file " 
1 7/04/2007 11:14:19 Starting acquisition 
1 7/04/2007 1 1 :24:30 Sample log file closed. Saved to: 

17/04/2007 11:24:30 C:\MassLynx Projects\controle2007.PRO\Data\l704stabilite2.raw 
17/04/2007 11:24:31 Processing sample no 2 ... 
1 7/04/2007 1 1 :24:33 Kernel stopping inlet script 
17/04/2007 11:24:45 ...processing complete 
17/04/2007 1 1 :24:47 Starting inlet method - Kernel script 
1 7/04/2007 1 1 :24 :50 Opening Sample log file 
17/04/2007 1 1:25:01 Starting acquisition 
17/04/2007 1 1:35:12 Sample log file closed. Saved to: 

17/04/2007 1 1:35:12 C:\MassLynx Projects\controle2007.PRO\Data\1704stabilite3.raw 
17/04/2007 11:35:13 Processing sample no 3 ... 
17/04/2007 1 1:35:15 Kernel stopping inlet script 
17/04/2007 11:35:26 ...processing complete 
17/04/2007 1 1 :42:48 Starting inlet method - Kernel script 
1 7/04/2007 1 1 :42:5 1 Opening Sample log file 
17/04/2007 11 :42:51 Commencing analysis of 1704MixCalIRMS01 
] 7/04/2007 1 1 :42:5 1 Closing ref gas valves and waiting 30 sec 
17/04/2007 1 1 :48:08 IsoPrime method stopped - WaitTillRunning 
17/04/2007 1 1 :48:08 Sample log file closed. Saved to: 

1 7/04/2007 1 1 ;48 :08 C;\MassLynx Projects\controle2007.PRO\Data\l 704MixCaIIRMS0 1 .raw 
1 "„ 04, iOO/ : ?,4o:l i Kernel stopping inlet script 

17/04/2007 11 •49;41 Starting in'e!- method -Kernel, script., ..,„ .- ■■/,,.. r,,;-.^./^- ' -x ;■ 

■'■■'^'Z-^:-.- = :':A^::m^:^hihgSafiip\z^^^^^^ .■.'■:-■•/••■- '.:''^'' ■•' '•. ■ .;.:.:^'." ;.:;:.: .-..>^' ■:..:. .■.■.• • - .■ -- - 

17/04/2007 11:49:43 Commencing analysis of 1704MixCalIRMS01 

17/04/2007 1 1 :49:43 Closing ref gas valves and waiting 30 sec 

] 7/04/2007 12:05:22 Sample log file closed. Saved to: 

17/04/2007 12:05:22 C:MvIassLynx Projects\controle2007.PRO\Data\1704MixCalIRMS01.raw 

17/04/2007 12:05:22 Processing sample no 4 ... 

17/04/2007 12:05:25 Kentel stopping inlet script 

17/04/2007 12:05:38 ...processing complete 

17/04/2007 12:06:00 Starting inlet method - Kernel script 

17/04/2007 12:06:00 Opening Sample log file 

1 7/04/2007 12:06:00 Commencing analysis of 1 704MixCalIRMS02 

1 7/04/2007 12:06:00 Closing ref gas valves and waiting 30 sec 

17/04/2007 12:16:25 Sample log file closed. Saved to: 

1 7/04/2007 12: 1 6:25 C:\MassLynx Projects\controle2007.PRO\Data\1704MixCalIRMS02.raw 

17/04/2007 12:16:25 Kernel stopping inlet script 

17/04/2007 12:17:42 Starting inlet method - Kernel script 

17/04/2007 12: 17:43 Opening Sample log file 

17/04/2007 12:17:43 Commencing analysis of 1704MixCalIRMS01 , <vN' '\v^^^^^^ 

17/04/2007 12:17:43 Closing ref gas valves and waiting 30 sec .sj\V^-^"vv"^>^"\. \"--^' 
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17/04/2007 12:32:50 Sample log file closed. Saved to: 

17/04/2007 12:32:50 C:\MassLynx Projects\controie2007.PRO\Data\1704MlxCalIRMS01.raw 

17/04/2007 1 2:32:50 Processing sample no 4 ... 

17/04/2007 12:32:53 Kernel stopping inlet script 

17/04/2007 12:33:05 ...processing complete '■ 

17/04/2007 12:33:20 Starting inlet method - Kernel script 

17/04/2007 12:33:21 Opening Sample log file 

17/04/2007 12:33:21 Commencing analysis of 1704MixCalIRMS02 

17/04/2007 12:33:21 Closing ref gas valves and waiting 30 sec 

1 7/04/2007 12:48:27 Sample log file closed. Saved to: 

17/04/2007 12:48:27 C:\MassLynx Projects\controle2007.PRO\DataV1704MixCalIRMS02.raw 

17/04/2007 12:48:28 Processing sample no 5 ... 

1 7/04/2007 12:48:3 1 Kernel stopping inlet script ^ 

17/04/2007 12:48:44 ...processing complete ' 

17/04/2007 12:49:03 Starting inlet method - Kernel script 

17/04/2007 12:49:06 Opening Sample log file 

17/04/2007 12:49:06 Commencing analysis of 1704MixCalIRMS03 

1 7/04/2007 1 2:49:06 Closing ref gas valves and waiting 30 sec 

17/04/2007 13:04:1 1 Processing sample no 6 ... 

] 7/04/2007 13:04:1 1 Sample log file closed. Saved to: 

17/04/2007 13:04:1 1 C:\MassLynx Projects\controle2007.PRO\Data\1704MixCallRMS03.raw 

17/04/2007 13:04:15 Kernel stopping inlet script 

17/04/2007 13:04:23 ...processing complete 

17/04/2007 13:04:39 Starting inlet method - Kernel script 

17/04/2007 13:04:40 Opening Sample log file 

1 7/04/2007 13:04:40 Commencing analysis of 1704MixCalIRMS04 

17/04/2007 13:04:40 Closing ref gas valves and waiting 30 sec 

17/04/2007 13: 19:46 Sample log file closed. Saved to: 

17/04/2007 13:19:46 C:\MassLynx Projects\controle2007.PRO\Data\1704MixCalIRMS04.raw 

17/04/2007 13:19:47 Processing sample no 7 ... 

1 7/04/2007 13: 19:50 Kernel stopping inlet script 

17/04/2007 13:20:03 ...processing complete 

1 7/04/2007 13:20:57 Starting inlet method - Kernel script 

17/04/2007 13:21:00 Opening Sample log file 

17/04/2007 13:21:00 Commencing analysis of 1704MixCalAcetate01 

17/04/2007 1 3:2 1 :00 Closing ref gas valves and waiting 30 sec 

17/04/2007 14:05:03 Sample log file closed. Saved to: 

17/04/2007 14:05:03 C:\MassLynx Projects\controle2007.PRO\Data\l 704MixCaIAcetate01.raw 

17/04/2007 14:05:04 Kernel stopping inlet script 

17/04/2007 14:05:04 Processing sample no 8 ... 

17/04/2007 14:05:20. ...pTQcessmgtjomplete ...■■■.,-. -v.^.;v^- •„•::■ ,; .^ ,.y,. ^ ;:,,;, j;r;,v^ji,v;, ,.' ^. 

17/04/2007 14:42:01 Opening Sample log file 

17/04/2007 14:42:01 Commencing analysis of 1704MixCalAcetate01 

17/04/2007 14:42:01 Closing ref gas valves and waiting 30 sec 

17/04/2007 15:26: 12 Sample log file closed. Saved to: 

17/04/2007 15:26:12 C:\MassLynx Projects\controle2007.PRO\Data\1704MixCalAcetate01.raw 

17/04/2007 15:26:12 Processing sample no 8 ... 

1 7/04/2007 1 5 :26: 1 7 Kernel stopping inlet script 

17/04/2007 15:26:27 ...processing complete 

17/04/2007 15:32:49 Processing sample no 1 ... 

17/04/2007 15:33:01 ...processing complete 

17/04/2007 15:33:04 Processing sample no 2 ... 

17/04/2007 15:33:16 ...processing complete 

17/04/2007 15:33:18 Processing sample no 3 ... 

17/04/2007 15:33:30 ...processing complete ,r^^ ..^ 

17/04/2007 1 5:33:32 Processing sample no 4 ... <^\^'^^ - xf^^^^ 

17/04/2007 15:33:44 ...processing complete ^- .x^v-'^'^'^- c^^""^' 

1 7/04/2007 1 5:33:46 Processing sample no 5 ... O'^^*^'^^ • \'^^^^ 

17/04/2007 15:33:56 ...processing complete "^^ > cSx^^^"^'^' -■• 
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17/04/2007 15:33:58 Processing sample no 6 ... 

17/04/2007 15:34:10 ...processing complete 

17/04/2007 15:34:12 Processing sample no 7 ... 

17/04/2007 15:34:23 ...processing complete 

17/04/2007 15:34:25 Processing sample no 8 ... 

17/04/2007 15:34:38 ...processing complete 

17/04/2007 15:46:27 Processing sample no 1 ... 

17/04/2007 15:46:39 ...processing complete 

17/04/2007 15:46:42 Processing sample no 2 ... 

17/04/2007 15:46:54 ...processing complete 

1 7/04/2007 15:46:56 Processing sample no 3 ... 

1 7/04/2007 1 5 :47:09 ..^processing complete 

17/04/2007 15:47:12 Processing sample no 4 ... 

17/04/2007 15:47:24 ...processing complete ! 

17/04/2007 15:47:26 Processing sample no 5 ... 

17/04/2007 15:47:38 ...processing complete 

17/04/2007 15:47:41 Processing sample no 6 ... 

17/04/2007 15:47:52 ...processing complete 

17/04/2007 15:47:54 Processing sample no 7 ... 

17/04/2007 15:48:09 ...processing complete 

17/04/2007 15:48:12 Processing sample no 8 ... 

17/04/2007 15:48:26 ...processing complete 

17/04/2007 18:21:42 Starting inlet method - Kernel script 

17/04/2007 1 8:21 :42 Opening Sample log file 

17/04/2007 18:21:42 Commencing analysis of 1704BlulF3 

17/04/2007 18:21:42 Closing ref gas valves and waiting 30 sec 

17/04/2007 19:05:53 Sample log file closed. Saved to: 

17/04/2007 19:05:53 C:\MassLynx Projects\controle2007.PRO\Data\1704BlulF3.raw 

17/04/2007 19:05:54 Processing sample no 9 ... 

17/04/2007 19:05:54 Kernel stopping inlet script 

17/04/2007 19:06:10 ...processing complete 

17/04/2007 19:06:24 Starting inlet method - Kernel script 

17/04/2007 19:06:24 Opening Sample log file 

17/04/2007 19:06:24 Commencing analysis of 1704429F3 

17/04/2007 19:06:24 Closing ref gas valves and waiting 30 sec 

17/04/2007 19:50:31 Processing sample no 10 ... 

1 7/04/2007 1 9:50:3 1 Sample log file closed. Saved to: 

17/04/2007 19:50:31 C:MvlassLynx Projects\controle2007.PRO\Data\1704429F3.raw 

17/04/2007 19:50:36 Kernel stopping inlet script 

17/04/2007 19:50:45 ...processing complete 

.. 1 7/04/2007 1 9:52:4? Starfinp- inlet rnPtboH .. Kerne' i.i^'-ipl ■ - . - - ■ 

■ i//u4/2u0My:i2:42-t7pemng^a-ample-iogTiie- • ..... .... 

17/04/2007 19:52:43 Commencing analysis of 1704BlulF2 

17/04/2007 19:52:43 Closing ref gas valves and waiting 30 sec 

17/04/2007 20:17:24 Sample log file closed. Saved to: 

17/04/2007 20:17:24 C:\MassLynx Projects\controle2007.PRO\Data\1704BlulF2,raw 

17/04/2007 20: 17:25 Kernel stopping inlet script 

17/04/2007 20:24:28 Starting inlet method - Kernel script 

1 7/04/2007 20:24:29 Opening Sample log file 

17/04/2007 20:24:29 Commencing analysis of 1704BlulF2 

17/04/2007 20:24:29 Closing ref gas valves and waiting 30 sec 

17/04/2007 21:08:36 Sample log file closed. Saved to: 

17/04/2007 21 :08:36 C:\MassLynx Projects\controle2007.PRO\Data\1704BlulF2.raw 

17/04/2007 21:08:37 Processing sample no 11 ... 

1 7/04/2007 2 1 :08 :4 1 Kernel stopping Inlet script 

1 7/04/2007 2 1 :08:5 1 ...processing complete 

1 7/04/2007 21 :09:06 Starting inlet method - Kernel script 

1 7/04/2007 2 1 :09:09 Opening Sample log file .,^\^\ .v. 

1 7/04/2007 2 1 :09:09 Commencing analysis of 1 704429F2 s>\^^^ - VjO'^ • i^v.'^ 

17/04/2007 21:09:09 Closing ref gas valves and waiting 30 sec ^ ^\K-'S^ o^wN*^^^' 
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17/04/2007 21 :53:20 Sample log file closed. Saved to: 

17/04/2007 21:53:20 C:\MassLynx Projects\controIe2007.PRO\Data\1704429F2.raw 

17/04/2007 21:53:21 Processing sample no 12 ... 

17/04/2007 21 :53:24 Kernel stopping inlet script 

17/04/2007 21 :53:39 ...processing complete 

17/04/2007 21 :53:55 Starting inlet method - Kernel script 

17/04/2007 21 :53:56 Opening Sample log file 

17/04/200721:53:56 Commencing analysis of 1704BlulFl 

17/04/2007 21 :53:56 Closing ref gas valves and waiting 30 sec 

17/04/2007 22:38:01 Sample log file closed. Saved to: 

17/04/2007 22:38:01 C:\MassLynx Projects\controle2007.PRO\Data\]704BlulFl.raw 

17/04/2007 22:38:02 Processing sample no 13 ... 

17/04/2007 22:38:03 Kernel stopping inlet script 

17/04/2007 22:38:17 ...processing complete ! 

17/04/2007 22:38:3 1 Starting inlet method - Kernel script 

17/04/2007 22:38:32 Opening Sample log file 

17/04/2007 22:38:32 Commencing analysis of 1704429F] 

17/04/2007 22:38:32 Closing ref gas valves and waiting 30 sec 

17/04/2007 23:22:45 Sample log file closed. Saved to: 

1 7/04/2007 23:22:45 C:\MassLynx Projects\controle2007.PRO\Data\l 704429F1 .raw 

17/04/2007 23:22:45 Kernel stopping inlet script 

1 7/04/2007 23:22:45 Processing sample no 14 ... 

17/04/2007 23:23:01 ...processing complete 

1 7/04/2007 23 :23 : 1 8 Starting inlet method - Kernel script 

1 7/04/2007 23 :23 : 1 8 Opening Sample log file 

17/04/2007 23:23:19 Commencing analysis of 1 704MixCal Acetate02 

17/04/2007 23:23:19 Closing ref gas valves and waiting 30 sec 

1 8/04/2007 00:07:24 Sample log file closed. Saved to: 

18/04/2007 00:07:24 C:\MassLynx Projects\controle2007.PRO\Data\1704MixCalAcetate02.raw 

18/04/2007 00:07:25 Kernel stopping inlet script 

1 8/04/2007 00:07:25 Processing sample no 15 ... 

18/04/2007 00:07:40 ...processing complete 

1 8/04/2007 00:07:54 Starting inlet method - Kernel script 

1 8/04/2007 00:07:57 Opening Sample log file 

18/04/2007 00:07:57 Commencing analysis of 1704Hexane 

1 8/04/2007 00:07:57 Closing ref gas valves and waiting 30 sec 

1 8/04/2007 00:52:07 Sample log file closed. Saved to: 

18/04/2007 00:52:07 C:\MassLynx Projects\controle2007.PRO\Data\1704Hexane.raw 

18/04/2007 00:52:08 Processing sample no 16 ... 

18/04/2007 00:52:08 Kernel stopping inlet script . ., 

18/04/2007 00:52:23 ...processing comolete .,. . ,., ^. -^;... . ..^ .■ 

;..... .i;£;;u^^*^.;j;.^t-ia,aiiife^>^&S^ ;■ ■ ■■'■ '^ ■.'■:-^ .:/.■'-- ■:--:<.:r^^:''^^^^^^ 

1 8/04/2007 09:07:39 Opening Sample log file 

18/04/2007 09:07:49 Starting acquisition 

18/04/2007 09:18:01 Sample log file closed. Saved to: 

18/04/2007 09:18:01 C:\MassLynx Projects\controle2007.PRO\Data\1804stabilitel.raw 

18/04/2007 09:1 8:01 Processing sample no 1 ... . 

18/04/2007 09:18:04 Kernel stopping inlet script 

18/04/2007 09:18:15 ...processing complete 

18/04/2007 09:18:17 Starting inlet method- Kernel script 

18/04/2007 09:18:18 Opening Sample log file 

18/04/2007 09:18:29 Starting acquisition 

18/04/2007 09:28:40 Sample log file closed. Saved to; 

18/04/2007 09:28:40 C:\MassLynx Projects\controIe2007.PRO\Data\1804stabilite2.raw 

18/04/2007 09:28:41 Processing sample no 2 ... 

1 8/04/2007 09:28 :45 Kernel stopping inlet script 

18/04/2007 09:28:54 ...processing complete 

18/04/2007 09:28:57 Starting inlet method - Kernel script 

18/04/2007 09:29:02 Opening Sample log file 

18/04/2007 09:29:12 Starting acquisition 
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1 8/04/2007 09:39:24 Sample log file closed. Saved to: 

1 8/04/2007 09:39:24 C:\MassLynx Projects\controIe2007.PROVData\l804stabiIite3.raw 

1 8/04/2007 09:39:25 Processing sample no 3 ... 

1 8/04/2007 09:39:27 Kernel stopping inlet script 

1 8/04/2007 09:39:37 ...processing complete 

1 8/04/2007 09:49:40 Starting inlet method - Kernel script 

18/04/2007 09:49:41 Opening Sample log file 

1 8/04/2007 09:49:41 Commencing analysis of 1 8O4MixCallRMS0 1 

1 8/04/2007 09:49:41 Closing ref gas valves and waiting 30 sec 

1 8/04/2007 1 0:04:53 Sample log file closed. Saved to: 

18/04/2007 10:04:53 C:\MassLynx Projects\controle2007.PRO\Data\1804MixCalIRMS01.raw 

1 8/04/2007 10:04:54 Processing sample no 4 ... 

18/04/2007 10:04:57 Kernel stopping inlet script 

18/04/2007 10:05:11 ...processing complete ! 

i 8/04/2007 10:05:27 Starting inlet method - Kernel script 

1 8/04/2007 10:05:27 Opening Sample log file 

18/04/2007 10:05:27 Commencing analysis of 1804MixCalIRMS02 

1 8/04/2007 1 0:05:28 Closing ref gas valves and waiting 30 sec 

1 8/04/2007 1 0:20:34 Sample log file closed. Saved to; 

1 8/04/2007 10:20:34 C:\MassLynx Projects\controle2007.PRO\Data\1804MixCallRMS02.raw 

1 8/04/2007 10:20:35 Processing sample no 5 ... 

18/04/2007 10:20:37 Kernel stopping inlet script 

18/04/2007 10:20:48 ...processing complete 

18/04/2007 10:21:02 Starting inlet method - Kernel script 

18/04/2007 10:21:05 Opening Sample log file 

18/04/2007 10:21:05 Commencing analysis of 1804MixCalIRMS03 

18/04/2007 10:21:05 Closing ref gas valves and waiting 30 sec 

1 8/04/2007 1 0:36:08 Sample log file closed. Saved to: 

18/04/2007 10:36:08 C:\MassLynx Projects\controle2007.PRO\Data\1804MixCalIRMS03.raw 

18/04/2007 10:36:09 Processing sample no 6 ... 

18/04/2007 10:36:12 Kernel stopping inlet script 

18/04/2007 10:36:23 ...processing complete 

18/04/2007 10:37:18 Starting inlet method - Kernel script 

1 8/04/2007 1 0:37:21 Opening Sample log file 

1 8/04/2007 10:37:21 Commencing analysis of 1 804MixCalAcetate01 

18/04/2007 10:37:21 Closing ref gas valves and waiting 30 sec 

1 8/04/2007 1 1 :21:24 Sample log file closed. Saved to: 

18/04/2007 1 1:21:24 C:\MassLynx Projects\controle2007.PRO\Data\1804MixCalAcetate01.raw 

1 8/04/2007 11 :2 1 :25 Kernel stopping inlet script 

18/04/2007 1 1:21:25 Processing sample no 7 ... 

18/04/2007 11:21:41 ...processing complete .... . . .-. .. .■ • : -- 

1 Z/OH/l^^■-^^:^;%:2&'muJ!0^i^ ^*v^ ;? : :. V • -: ■■:■■. ■■;■.:•:;■■:• V. ::,..:y.^?r!^r^.^:i^i'- ^^^i7 .^^y^;-Vt. 

18/04/2007 12:16:27 Opening Sample log file 

18/04/2007 12:16:27 Commencing analysis of 1804BlulF3 

18/04/2007 12:16:27 Closing ref gas valves and waiting 30 sec 

18/04/2007 13:00:40 Sample log file closed. Saved to: 

18/04/2007 13:00:40 C:\MassLynx Projects\controie2007.PRO\Data\1804BIulF3.raw 

1 8/04/2007 1 3 :00:4 1 Processing sample no 8 ... 

1 8/04/2007 13:00:45 Kernel stopping inlet script 

18/04/2007 13:00:55 ...processing complete 

1 8/04/2007 1 3 :0 1 :09 Starting inlet method - Kernel script 

18/04/2007 13:01:12 Opening Sample log file 

18/04/2007 13:01:12 Commencing analysis of 1804855F3 

1 8/04/2007 13:01 :12 Closing ref gas valves and waiting 30 sec 

18/04/2007 13:45:16 Sample log file closed. Saved to: 

18/04/2007 13:45:16 C:\MassLynx ProJ6Cts\controle2007.PRO\Data\1804855F3.raw 

18/04/2007 13:45:16 Kernel stopping inlet script 

1 8/04/2007 13:45: 16 Processing sample no 9 ... 

18/04/2007 13:45:31 ...processing complete 

18/04/2007 13:54:35 Starting inlet method - Kernel script 
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